YSI Sonde Calibration Check List
1. Cleaned sonde unit (sensors and body).

2. Remove wiper/brush assembly and clean (helpful to use garden hose sprayer to remove dirt from brush) and replace foam wiper.

3. Removed DO membrane and inspected probe surface for oxide (dark) and resurfaced if necessary.

4. Replaced DO membrane.

5. Installed new batteries.

6. Verified the software setup as per Aug 8, 2004 instruction.

7. Verified proper operation of DO probe before calibration of other probes.

· DO charging value, after 2 minutes, should be between 25 and 75).
· If above 75 remove membrane, dry the probe and resurface.

8. Calibrated conductivity probe with 1000uS (1mS) standard at 25OC.

9. Calibrate pH with 7.00, 4.00 and 10.00 standards at 25OC or use .

